S1. Trace metal data of a certified reference material (SLEW-3, National Research Council, Canada, n = 2) for accuracy assurance of the implemented high-resolution sector field inductively coupled plasma mass spectrometer technique at the University of Otago (New Zealand)
The quantitative metal recovery on the resin (Nobias-chelate PA1) within the SeaFAST system was evaluated for each metal by comparing the slope of the calibration line obtained from standard additions to seawater to standard additions done directly to untreated eluent acid (i.e. these samples were not passed through the SeaFAST system 
